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CL-20 is a fluorescence ring light illuminator designed to use with the SZM 
and SZR series. 
 
 
 
 

Light source:     8 W, fluorescence ring light 
      
Mains power:     230 V 
 

 

 
 
 
Attach the ring in Fig. 1 to the objective holder (the 
inferior part of the SZM or SZR microscope head).  
Fix the ring light illuminator around it, using the side 
screws (see Fig. 2). Connect the mains cable to a 
230 V power source and switch the illuminator on 
and off using the switch located close to the power 
cable on the top. 
 
Clean with a soft dry cloth. Do not use solvents. 
 
Note: during use, the lamp may become warm. This is absolutely normal, and 
does not cause malfunction. 
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